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A Wideband Electrical Impedance Tomography
System based on Sensitive Bioimpedance Spectrum
Bandwidth
Chao Tan, Senior Member, IEEE, Shiwei Liu, Jiabin Jia Member, IEEE, and Feng Dong, Senior Member, IEEE
Abstract—A wideband electrical impedance tomography sys-
tem based on bioimpedance spectrum (BIS) analysis was pro-
posed to image biological objects. The system integrated 16
electrodes to realize driving and measurement over 1 kHz -
1.1 MHz. A modified Howland current source and voltage mea-
surement channels were designed to obtain complex impedance.
Peripheral component interconnect (PCI) interface based serial
data acquisition module transferred the measurement data to
a host PC. The system has the least SNR of 40 dB in each
channel and good consistency. The system utilized a two-step
strategy, based on short time Fourier transform and Hilbert
transform, the wideband chirp excitation signal was employed to
analyze the BIS firstly, from which the sensitive bandwidth, i.e.
the frequency range in which the amplitude (and phase angle)
of the object changes rapidly, is obtained. Then, the discrete
frequency points among the sensitive bandwidth were selected
to compose a multi-sinusoidal signal for impedance tomography
with time difference and frequency difference methods. An
impedance model was tested to evaluate the performance of BIS
analysis. Experiments on phantoms consisting of carrot cylinder
and nylon rod were designed to verify the working strategy of
the system. The results indicated that the developed system can
distinguish the objects and reconstruct medium distribution with
high image contrast and frequency resolution. Compared with
the traditional multi-frequency electrical impedance tomography,
the proposed method and system show advantages in imaging
the local electrical properties with high frequency resolution
and obtaining the frequency difference images in the sensitive
bioimpedance spectrum bandwidth.
Index Terms—Wideband, electrical impedance tomography,
bioimpedance spectrum.
I. INTRODUCTION
B IOLOGICAL tissues show distinct response under asafe electric current excitation, due to their bioelec-
trical impedance [1]. Based on this principle, bioelectrical
impedance tomography is developed as a nonintrusive, non-
radiating, compact and inexpensive visualization method [2],
which aims to reconstruct the conductivity and permittivity
distribution inside the biological tissue [3]–[5].
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Fig. 1: Cole-Cole impedance model.
Cole-Cole impedance model depicted in Fig. 1 indicates that
electrical impedance of biological tissues consists of resistive
and capacitive components, which contain a wealth of bio-
logical tissue information [6]–[8]. As the frequency increases,
the overall biomaterial complex impedance decreases, and the
capacitive component reaches to maximum at characteristic
frequency fc. Based on BIS curves, the impedance and phase
shift changed with frequency can be used to analyze the
electrical characteristic of the objects [9].
Compared with BIS, electrical impedance tomography (EIT)
can obtain the image of objects distribution. Traditional EIT
systems, i.e., single frequency EIT (SFEIT), such as Sheffield
Mark 1 and Mark 2, detected the temporal change of complex
impedance at a fixed frequency, to obtain the position of
the target [10]–[12]. With variety of spectral characteristic of
different tissue and material, temporal change may not appear
at the working frequency of SFEIT, therefore it is difficult
for SFEIT to perceive and distinguish multiple objects [13].
Multi-frequency electrical impedance tomography (MFEIT)
systems were developed to drive multiple frequency signals,
in the form of either sequential sweep frequency sinusoidal
signals or multi-sinusoidal signals [14], [15]. The research
institutions around the world have done a lot of work in
the past. The Sheffield Mark 3.5 MFEIT system collected
data at thirty frequencies between 2 kHz and 1.6 MHz [16].
The UCLH Mark 2.5 EIT system was developed for brain
imaging over 20 Hz to 256 kHz [17]. The parallel EIT
system KHU Mark 2 worked in the frequency range from
10 Hz to 1 MHz [18], [19]. As another way to achieve
MFEIT, linear chirp signal was used in wideband EIT to obtain
temporal phase and amplitude shift [20]. Additionally, 3D
impedance images were also reconstructed to obtain specific
spatial location using multiple planes of electrodes [21]. In
MFEIT, time difference (TD) images can be reconstructed at
each independent frequency referring to the corresponding full
homogeneous filed [22]. Frequency difference (FD) images
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are reconstructed from different frequency response data with
a single frequency data as a reference. Compared with TD
method, FD allows to image the target without the knowledge
of a prior condition [23]–[26].
Bioimpedance theory indicates that there is a diversity
on biospectrum properties of different biological materials.
FD imaging can achieve better results when each desired
frequency, at which a FD image is created, exists in sensitive
bandwidth of BIS. The selection of reference frequency also
affects the image results. Traditional MFEIT systems drive
different objects with fixed multi-frequency scheme, lacking
of targeted excitation on the specific object, due to the un-
known BIS. In addition, high bandwidth and high frequency
resolution cannot be improved simultaneously. Taking 1MHz
(bandwidth) and 10kHz (resolution) as an example, 100 fre-
quency points are required. Considering the system design
and signal to noise ratio, traditional MFEIT is unable to
meet the above requirements, using whether sequential sweep
or multi-sinusoidal signals. Therefore, high quality image
reconstruction results are not guaranteed in MFEIT in some
cases.
Therefore, this paper presents a wideband electri-
cal impedance tomography system based on sensitive
bioimpedance spectrum bandwidth (SWEIT). Given the differ-
ent excitation configuration, the SWEIT system can generate
wideband chirp signals and adaptive multi-sinusoidal signals.
The SWEIT system adopts the two-step strategy: analyze the
spectral characteristics to obtain the BIS curve using wideband
signal firstly, and determine the sensitive bandwidth, i.e. select-
ing the frequency interval in which the electrical characteristics
change quickly and significantly. Then configure the desired
frequency components at the sensitive bandwidth to compose
a multi-sinusoidal signal for multi-frequency tomography. In
FD image reconstruction based on BIS analysis, the start
or stop frequency of sensitive bandwidth is used as the
reference frequency for image reconstruction. The electrical
characteristics difference between the reference frequency and
desired frequency, and among desired frequencies are obvious
and considerable, which helps reconstructing images with
high color contrast. Linear chirp signal over 1 kHz to 1.1
MHz was used to obtain the BIS, i.e., amplitude-frequency
and phase-frequency characteristics are analyzed with short-
time Fourier transform (STFT) and Hilbert transform on the
response voltage. Then, customized multi-sinusoidal signals
are applied to obtain TD and FD images. The impedance
and phase shift in each frequency were extracted utilizing
quadrature demodulation.
This paper is organized as following: Section II intro-
duces the design of FPGA based hardware system, signal
demodulation and image reconstruction. Performance test and
image experiment were conducted with carrot cylinder and
nylon rod, and the TD and FD images were reconstructed at
selected frequencies, which are demonstrated in the Section
III (RESULT) in detail. In the Section IV (CONCLUSIONS),
the beneficial effect and future work are discussed.
II. METHOD
A. System Architecture
The proposed SWEIT system in Fig. 2 consists of three
parts: (i) electrode-array, (ii) a Field Programmable Gate Array
(FPGA) based printed circuit board (PCB), compatible with
Peripheral Component Interconnect (PCI) protocol, including
a single channel constant current excitation source (CCES)
and dual voltage measurement channels, which are embedded
into host PC, (iii) host PC for data acquisition and image
reconstruction. The SWEIT system is shown in Fig. 3.
B. Excitation-Measurement strategy
As a frequency dependent function, the bioimpedance Zf
of object can be represented as:








|V |6 ± ϕ
|I|
= |Z|6 ±ϕ (2)
where Rf is the real part of complex impedance Zf , while
Xf is the imaginary part. Vm is the measured voltage signal,
and Ie is the excitation current signal. V , I , |Z| and ϕ are the
amplitude of Vm and Ie, norm of impedance and phase shift
respectively [27], [28]. The objects under testing are imaged
with complex transfer impedance (|Z|) and phase shift (θ)
respectively, which are analyzed from the boundary voltage
(Vm) developed by the constant current (Ie).
EIT system employs adjacent drive and receive electrodes
combinations in four-electrode technique, as shown in Fig. 4,
which can reduce the effect of contact impedance between
electrodes and phantom on the measured voltage signal [29].
A constant current is excited through two excitation electrodes,
and the voltage between another two electrodes can be mea-
sured. Note that the dotted lines in the figure represent the
equipotential, vertical with the electric field line generated by
excitation current.
C. Sensors
There are two types of front sensors of SWEIT system. Two
Stainless steel electrodes connected with four coaxial cables
depicted in Fig. 5a make up the impedance spectrum analysis
sensor (SAS), with length 100mm, width 30 mm and height
30 mm. The cylindrical tank connected with 16 coaxial cables
shown in Fig. 5b is tomography sensor (TS), with diameter
125 mm and height 30 mm.
The presented SWEIT system can address 16 electrodes
to TS through the analog multiplexer switch. With the logic
and timing control from FPGA, the system can realize the
excitation and measurement, traversing all electrodes in TS.
In BIS analysis mode, the four electrodes utilized in SAS are
connected to the 1-4 channels of multiplexers. Additionally,
in order to reduce the influence of parasitic capacitances on
bioelectrical impedance, the multiplexers with low capacitance
are used and the voltage buffers following all measurement
electrodes are designed.


















































Fig. 2: The architecture of the developed SWEIT system.





Fig. 4: Adjacent drive and measuring strategy based on four-
electrode technique.
(a) (b)
Fig. 5: The front sensors of SWEIT system. (a) Impedance
spectrum analysis sensor (SAS). (b) Cylindrical bioimpedance
tomography sensor (TS).




Fig. 6: Shield is driven with core voltage.
connected by coaxial cables with length of 1 m, aiming to
eliminate the crosstalk between cables, and reduce the noise
from external environment. The characteristic impedance of
coaxial cable is 50 Ω, conductor and insulation diameters
are 1.07 mm and 3.05 mm, respectively, and the parallel
capacitance is 85 pF/m.
Driven shield is adopted on coaxial cables depicted in Fig.
6. Measurement voltage is driven to shield to keep the potential
balance and prevent shunting through Cp. Additionally, to
avoid self-oscillation at positive feedback path, serial resis-
tance Rx and Ry are placed to divide voltage.
D. Configurable Current Excitation Source
The CCES is mainly composed of configurable direct digital
synthesis (DDS) module and voltage controlled current source
(VCCS) module. The SWEIT system is allowed to config-
ure two excitation strategies, i.e. wideband chirp signal and
multi-sinusoidal signal. Also, the amplitude of CCES can be
adjusted adaptively under different multi-frequency excitation
conditions.
1) Configurable DDS: The basic principle of DDS is shown
in Fig. 7. The desired frequency fd is set by the value of the





where M is the number of discrete points in one sinusoidal
cycle. The phase-to-amplitude transformation is achieved
through lookup tables [30]. The digital amplitude signals are
converted to analog signal through a 14-bit DAC and a low-
pass filter with a cut-off frequency of 1.8 MHz.
Fig. 8 depicts the five-channel configurable DDS module in
SWEIT system. Based on the same ROM, wideband chirp
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Fig. 8: Five-channel configurable DDS module.
signal and multi-sinusoidal signal are generated according
to different ∆θ. Pi (i=0, 1, 2, 3, 4) and Qi are control
words, which can be configured flexibly to determine the
desired frequency in practical work. Four single frequency
signals can be synthesized into a multi-frequency excitation
signal, which can guarantee the ratio of signal-to-noise (SNR),
and the response signal demodulation implemented in FPGA.
Compared with the existing systems [16], [17], the proposed
DDS module can modify frequency components by means of
control word port quickly, while the common is fixed multi-
sinusoidal signal, without adjustable bandwidth and frequency
resolution.
2) Output Current Safety Limit: The constant current is
generated using classic Howland voltage controlled current
source circuit, based on which a programmable gain amplifier
is employed to adjust the control voltage of VCCS module, to
change the current amplitude adaptively.
The amplitude of CCES is limited by IEC 60601-1 medical
electrical equipment standard. Considering the personal safety,
the maximum auxiliary current applied should less than the
0.1×fe mA rms, where fe is the excitation frequency (kHz),
with the upper limit of 10 mA rms [31]. Compatible with
IEC 60601-1 standard, the amplitude of chirp signal CCES is
1mA, and the amplitude of multi-sinusoidal signal CCES is
0.1×fem mA, where the fem is the minimum frequency (kHz)
in multi-frequency signal Sm.
E. Dual Voltage Measurement Modules
Dual voltage measurement modules are developed to detect
the voltage across the unknown impedance and the potential
drop over the reference resistance simultaneously. Even the
designed CCES has high output impedance, there is a fluctua-
tion in the output current as the load changes, which will cause
impedance calculation error if using constant value. A 100
Ω (0.01% accuracy) reference resistance is set in series with
current output port to provide reference voltage, which is used
to obtain the amplitude and phase of CCES synchronously,
aiming to calibrate unknown impedance measurement results
and provide reference for phase shift analysis. More impor-
tantly, the system can monitor the auxiliary current in real
time, and cut off CCES to stop system work actively.
The same voltage buffers, instrumentation amplifiers, vari-
able gain amplifiers (VGA), filter circuit, and ADC are set
at each module. The gain of VGA is adjusted digitally to
accommodate the full dynamic range of ADC, and to improve
the signal-to-noise ratio (SNR).
F. Signals Demodulation Scheme
1) Chirp Signal: Chirp response and reference voltage
signals are converted to digital signal respectively, and sent to
the host PC directly, where demodulated to obtain BIS. Based
on STFT, performing time-frequency analysis on temporal
discrete signal, impedance-frequency characteristic curve can
be draw with frequency resolution of 1 kHz. On the other
hand, Hilbert transform is conducted to obtain the phase-
frequency information of objects. Further, relative phase shift
change with frequency is calculated, referring to the voltage





∆θ = ϕun − ϕref (5)
where Vun and Vref are the voltage over the unknown
impedance and the voltage over the reference resistance
respectively, while |Z| and Rref represent the calculated
unknown impedance and the value of reference resistance,
respectively. ∆θ, ϕun, and ϕref are the phase shift, phase
angle analyzed from the unknown and reference impedance,
respectively. In order to reduce the edge effects of numerical
analysis methods, the resulting BIS is limited in the range
from 10 kHz to 1 MHz.
2) Multi-sinusoidal Signal: Multi-sinusoidal signals are
demodulated with FPGA based hardware algorithm. Corre-
sponding to the dual voltage measurement modules, there are
two separate pre-processing and demodulation units. Before
entering the MAC, the signals to be demodulated will be
digitally filtered to eliminate the glitch and improve the
SNR. In addition, frequency dependent offset voltage exists
due to the capacitive effect during switching. The signals in
each measurement channel are truncated several cycles in the
beginning of one acquisition, until the response signals recover
to steady state. After the above pre-processing, the signals are
sent to demodulation units.
Digital quadrature demodulation is implemented in FPGA
to demodulate the impedance and phase shift from multi-
sinusoidal response signals in real time. Sampled by 40 MHz
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Fig. 9: Quadrature demodulation schematic.
ADC, analog voltage response signal of a certain frequency
can be discretized as




where Ar represents the amplitude of signal, while θr is
the phase of the signal. n and N denote the nth and total
number of sampling points, respectively. Based on the multiply
accumulation (MAC) unit compiled in FPGA, as shown in
Fig. 9, the quadrature demodulator computes the in-phase and






















· Sr(n) = Ar sin(θr) (8)
where Is and Qs are the in-phase and quadrature component,
i.e. real part and imaginary part of the signal. Solving the











G. Data Acquisition and Image Reconstruction
The SWEIT system is designed to meet the PCI protocol,
and can be embedded in host PC, which makes the system
compact. Meanwhile, the electric power from PC is transmitted
to the system with hardware-level isolation, which ensures
human safety. Compliant with the PCI version 2.2, based on
data pipe architecture and scatter/gather DMA, 32-bit local
data is transferred to PCI at 50 MHz. As depicted in Fig.
10, host PC completes three tasks: data saving, information
extraction and visualization. Developed using C++ language,
data acquisition and storage software controls the procedure

















Information Extraction VisualizationData Saving
Fig. 10: Data acquisition and image reconstruction on host PC.
Tikhonov regularization algorithm was used to solve the ill-
posed problem, and images can be estimated as the following
formula
x = (JTJ + λI)−1JT b (11)
where J and JT are the Jacobian matrix and its transpose
matrix, respectively. λ and I are the regularization coefficient
and identity matrix, respectively. b is the boundary voltage.
Based in same λ, the inhomogeneous objects are visualized
at each of desired frequencies, and the final image has a
resolution of 200px×200px. The sensor with 16 electrodes was
used in the imaging experiment, 208 data (16 excitation modes
corresponding with 13 measurement modes, respectively) were
acquired to reconstruct one frame image. TD and FD im-
ages were obtained, taking the homogeneous field at same
frequency and the inhomogeneous field at desired frequency
as the reference, respectively.
III. RESULTS
A. Performance Evaluation of CCES
Performance of CCES is mainly decided by controlling
voltage and circuit configuration of VCCS. The quality of
analog voltage is limited in amplitude quantization (data
width) and sampling points (data depth), especially for high
frequency. Processed with differential amplification and band-
pass filtering, the resulting linear chirp signal scoped in
oscilloscope with the bandwidth of 1 kHz - 1.1 MHz is
shown in Fig. 11, and the duration of 1ms. The amplitude-
frequency characteristic indicates that 1.7 MHz out-of-band
noise is attenuated 40 dB, as well as fitting and flat shape of
spectrum. The multi-sinusoidal signal consists of four single-
frequency components, as the example depicted in Fig. 12,
which include 50 kHz, 100 kHz, 200 kHz and 400 kHz.
The high-quality CCES is demanded to drive unknown
impedance in EIT system. The modified Howland current
source is a classical scheme applied in CCES [32]. High-
precision matching resistors with ±0.01% tolerance were
used in Howland circuit. Limited gain bandwidth product of
amplifier and parasitic capacitance restrain the output perfor-
mance to a certain extent. Output current test under different
frequency and load was carried out, as presented in Fig. 13.
When the load is less than 2.6 kΩ, the output current remains
constant below 500 kHz. At the maximum load 4 kΩ, the
output current is 4.825 mA with the deviation of 3.5%. Fig.
13b shows the output current value measured at different
excitation frequencies at 1.5 kΩ load. When the excitation
frequency is 1 MHz, the output current reduces to 4.813 mA
with the deviation of 3.74%. In conclusion, drive performance
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Fig. 11: Wideband chirp signal and frequency spectrum anal-
ysis based on FFT.
Fig. 12: An example of multi-sinusoidal signal (composed of
50 kHz, 100 kHz, 200 kHz and 400 kHz) and spectrum.
(a)
(b)
Fig. 13: CCES output performance test results. (a) Output
current value measured at different loads. (b) Output current
value measured at different frequencies.
is weakened inevitably when excitation frequency and load
increases, but current source has a good constant current output
within a certain range.
Fig. 14: The consistency of channel at the tested frequencies.
Fig. 15: SNR of all 208 measurement channels at the tested
frequencies.
B. The Consistency of Channel
Ideally, at different excitation, the boundary response volt-
age at same relative position is consistent under the homoge-
neous object. The boundary voltage was calculated at all 208
measurement channels at 10 kHz, 50 kHz, 100 kHz, 200 kHz,
400 kHz, 600 kHz, 800 kHz, 1000 kHz. The raw data was
collected from the TS with 0.1% w/v saline water, and the
result of the consistency is shown in Fig. 14. At the tested
frequencies, the tendency of boundary response voltage in 16
different excitation patterns is consistent.
C. Signal-to-Noise Ratio
The SNR was calculated based on the similar experimental
condition of the consistency testing. The SNR in each mea-
surement channel was analyzed as the following equation:








where the N is the experiment times at single channel at a
certain frequency, and N=500. Ai and Ā are the ith measure-
ment value and the mean of all measurement, respectively.
The result of SNR is shown in Fig. 15, in which maximum,
minimum, and average values of 208 channels were calculated
from the values at each of above frequencies. The average SNR
of the system is 56 dB.
D. Bioimpedance Spectrum Analysis
Based on the wideband chirp signal and SAS, a R+R||C
impedance model and the carrot cylinder were connected




Fig. 16: R+R||C three elements impedance loads. Re =
400.4 Ω, Rm = 1646.0 Ω, Cm = 1 nF.
Fig. 17: Complex impedance and phase shift of R+R||C model.
Data from impedance analyzer Keysight 4294A.
to the SWEIT system. To verify the accuracy of the result
from proposed system, the data collected from a commercial
precision impedance analyzer (4294A, Keysight Technologies)
was used as the reference.
The R+R||C three element impedance model represented in
Fig. 16 was set up in the experiment. The real value of the
passive components was measured with 0.01% uncertainty,
Re = 400.4 Ω, Rm = 1646.0 Ω, Cm = 1.0 nF. The BIS
measured from the impedance analyzer is shown in the Fig.
17. Applying the STFT, the impedance spectrum and the phase
spectrum were depicted in Fig. 18. It was observed that the
impedance-frequency characteristic was consistent between
impedance analyzer and SWEIT, and the maximum impedance
error was 1.47% at various frequencies. On the other hand, the
absolute phase shift of two sets of data was different, but the
relative change over frequency was consistent. The absolute
phase maximum error was 24.8%, while the relative maximum
error was 3.11%. The phase-frequency curve from SWEIT was
offset a certain phase, which was the difference of average
phase at various frequencies between the impedance analyzer
and the SWEIT. Then the relative result was calculated using
the original data of impedance analyzer and the offset value
of SWEIT.
Further, the biological sample, taking the carrot cylinder as
an example, was tested to evaluate the performance using SAS,
as shown in Fig. 19. The impedance analyzer result was shown
in Fig. 20, and the SWEIT system result was shown in Fig. 21.
The absolute maximum impedance error was 1.66%, and the
relative maximum phase error was 4.08%. The absolute phase
shift results obtained from the two methods were different,
which may be caused by measuring cables and fixed clamps
connected with SAS, which were different with impedance an-
alyzer in electrical characteristic, and multiplexers in SWEIT
Fig. 18: Complex impedance and phase shift of R+R||C model
based on Hilbert transform. Data from SWEIT.
Fig. 19: The carrot cylinder was tested to evaluate the perfor-
mance using SAS.
Fig. 20: Complex impedance and phase shift of carrot cylinder.
Data from impedance analyzer Keysight 4294A.
had inherent phase shift. But there was no effect on analyzing
the relative change to determine the sensitive bandwidth, and
then no need to perform specialized calibration for phase shift.
Comparing the BIS measured by two devices, same perfor-
mance conclusion can be draw with the R+R||C model. When
the frequency was less than 200 kHz, the impedance changed
with frequency drastically, and then the trend tended to be flat.
Additionally, there were significant phase changes before and
after 100 kHz. Based on SWEIT, the BIS of the vegetables
can be obtained, and sensitive bandwidth was also analyzed
from the characteristic curve.
E. Imaging Experiment
The imaging experiment was conducted in the TS with
16 electrodes. To improve the result of the reconstructed
images, the 0.1% w/v salt solution was formulated as the
homogeneous object. The impedance and phase of salt solution
is independent with frequency nearly, which does not affect
image reconstruction. The carrot cylinder and nylon rod were
used as inhomogeneous objects to realize TD and FD images.
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Fig. 21: Complex impedance and phase shift of carrot cylinder
based on Hilbert transform. Data from SWEIT.
A single carrot cylinder with diameter of 30 mm was
placed at the TS (Phantom A). The distribution location and
size are represented in Fig. 22, in which the subgraph (a)
shows the geometric distribution, while the subgraph (b) shows
the actual experiment situation. Note that the carrot cylinder
used in imaging experiment is same with the one tested in
bioimpedance spectrum analysis.
According to the impedance and frequency spectrum char-
acteristics depicted in Fig. 21, collected from SWEIT. 10
kHz - 200 kHz for impedance and 200 kHz - 1000 kHz for
phase were selected as the sensitive bandwidth, respectively.
In impedance images reconstruction, 10 kHz, 20 kHz, 40
kHz, 70 kHz, 100 kHz, 130 kHz, 160 kHz, and 200 kHz
were synthesized as two multi-sinusoidal excitation signals. In
phase shift images reconstruction, 300 kHz, 400 kHz, 500 kHz,
600 kHz, 700 kHz, 800 kHz, 900 kHz, and 1000 kHz were
synthesized as two multi-sinusoidal excitation signals. These
single frequency components were distributed in sensitive
bandwidth typically, and the difference of response voltage
at them can reflect the changes in electrical characteristics of
carrot cylinder under test obviously.
Fig. 23 displays the TD impedance and phase images at
eight frequencies, and the response voltage from the homo-
geneous object in each of frequencies were selected as the
reference. In TD impedance and phase images reconstruction,
the carrot cylinder was visualized in respective sensitive band-
width, and the imaging performance got poor with increasing
frequency, because of the decreasing contrast between the
background solution and the objects.
Compared with the TD method, FD is more practical
because no reference data obtained from the homogeneous
phantom. Based on the selected bandwidth, the start frequency
10 kHz and 200 kHz were selected as the reference for FD
impedance and phase shift images, respectively, as shown in
Fig. 24. The same scale of color bar was adopted in two set of
FD images. The significant change from reference frequency
to desired frequency improved the quality of FD images.
The distribution of the carrot cylinder became clear at high
frequency.
According to the phase-frequency spectrum in Fig. 21, the
phase shift increased first and then decreased in the frequency
range from 70kHz to 230kHz. The time difference phase shift
images at 70kHz, 100kHz, 130kHz, 160kHz, 200kHz, and
(a) (b)
Fig. 22: Phantom A: a single carrot cylinder with diameter of
30mm was placed at the TS, located near electrodes 5 and 6.
(a) geometric distribution, (b) actual experiment situation.
(a)
(b)
Fig. 23: Time difference images of phantom A, referring to
the homogeneous phantom at corresponding frequency. (a) TD
impedance images at sensitive bandwidth 10 kHz - 200 kHz,
(b) TD phase shift images at sensitive bandwidth 300 kHz -
1000 kHz. Color bar is unified scale for this series of images.
(a)
(b)
Fig. 24: Frequency difference images of phantom A. (a) FD
impedance images with 10 kHz as the reference, (b) FD phase
shift images with 200 kHz as the reference. Right color bar is
unified scale for this series of images.
230kHz are reconstructed in Fig. 25, from which the distribu-
tion of the target and the minor changes of the electrical char-
acteristics can be presented using a set of images in the narrow
band. However, the traditional MFEIT images the phantom
in the fixed frequencies, such as 10kHz, 100kHz, 200kHz,
,1000kHz, and the frequency resolution is low. Therefore,
some local changes of the electrical characteristics happened at
the 100kHz bandwidth are not revealed in the above example
of MFEIT. Based on the SWEIT, multi-frequency signal can
be configured adaptively and densely to focus on the desired
bandwidth with high frequency resolution.
In Fig. 24a, the satisfactory FD impedance images were
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Fig. 25: TD phase shift images of phantom A in 70kHz -
230kHz, referring to the homogeneous phantom at correspond-
ing frequency. Right color bar is normalized scale for this
series of images.
Fig. 26: FD impedance images of phantom A in 300kHz -
1000kHz, with 200 kHz as the reference. Right color bar is
unified scale for this series of images.
obtained in 10 kHz - 300 kHz. Due to the lack of spec-
trum information and fixed excitation strategy, the traditional
MFEIT is incompetent to obtain good results under any con-
dition. When a MFEIT system excited the designed phantom
A at 200kHz, 300kHz, 400kHz, 500kHz, 600kHz, 700kHz,
800kHz, 900kHz, and 1000kHz, its FD impedance images are
shown in Fig.26. Comparing Fig. 24a and Fig. 26, the image
reconstruction results are deteriorated in between 300kHz and
1000kHz, since the complex impedance is almost constant
over frequency. The electrical impedance tomography based
on the sensitive spectrum bandwidth has clear advantages over
the traditional MFEIT.
Further research was conducted for two objects, i.e. a carrot
cylinder (diameter 25 mm) and a nylon rod (diameter 30 mm)
were placed at the TS (Phantom B). The distribution location
and size are represented in Fig. 27, in which the subgraph
(a) shows the geometric distribution, while the subgraph (b)
shows the actual experiment situation. Fig. 28 shows the TD
impedance and phase shift images of phantom B. In TD
impedance image reconstruction, the location of the nylon rod
was clear at each frequency, while the location was invisible
completely in phase shift images. The reason is that impedance
difference between nylon and homogeneous was always great
and almost unchanged within the range of frequency applied,
but no phase shift occurred on nylon. In contrast, whether
in TD impedance or phase shift images, the location of the
carrot cylinder became blurred with increasing frequency, due
to frequency dependent impedance and phase shift existed on
carrot, which were same with the TD images of phantom A
in tendency. The FD impedance and phase shift images are
shown in Fig. 29, the location of the carrot cylinder became
clear with increasing frequency, while the nylon rod is not
captured throughout various frequencies. As an almost purely
resistive target, the impedance of nylon rod does not change
with frequency, and no phase shift occurs at each frequency,
therefore the nylon rod is not found in FD images.
Whether TD or FD impedance images, two inhomogeneous
objects with different BIS properties could be identified, and
(a) (b)
Fig. 27: Phantom B: a carrot cylinder (diameter 25 mm,
marked in orange) and a nylon rod (diameter 30 mm, marked




Fig. 28: Time difference image reconstruction results of phan-
tom B. (a) TD impedance images with the homogeneous
phantom at corresponding frequency as the reference, (b)
TD phase shift images with the homogeneous phantom at
corresponding frequency as the reference. Right color bar is
unified scale for this series of images.
(a)
(b)
Fig. 29: Frequency difference image reconstruction of phan-
tom B. (a) FD impedance images with 10 kHz as the reference,
(b) FD phase shift images with 200 kHz as the reference. Right
color bar is unified scale for this series of images.
the objects with changed electrical properties can be located.
Additionally, the BIS characteristics of them were reflected
in distribution images. Note that the preferred sensitive band-
width guaranteed the quality of every image reconstruction,
especially in FD.
IV. CONCLUSION
A wideband electrical impedance tomography system based
on impedance spectrum analysis was developed, it is compati-
ble with PCI protocol and embedded into host PC, which made
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the system compact. Based on FPGA, wideband chirp and
configurable multi-sinusoidal signal were generated to drive
objects under test. Dual-voltage measurement channels were
designed to provide reference for calculating the impedance
and phase shift. The chirp response signal was analyzed to
obtain the sensitive bandwidth on host PC, and determine the
multi-frequency components used in tomography. As the prior
knowledge, the BIS information makes the choice of multi-
frequency components more targeted and effective.
Based on carrot cylinder and nylon rod, SWEIT system
was used to carry out the images experiment. TD and FD
images were reconstructed with impedance and phase shift,
respectively. In addition, the tradition MFEIT and the proposed
SWEIT were compared to indicate the improved quality and
validity on imaging the location of the targets in the sensitive
wide and narrow bandwidth, benefited from the high frequency
resolution and adjustable excitation frequency. Future work
will focus on imaging in real time, as well as broadening the
system application to phantom based on body model and actual
clinical medical symptoms.
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